VACUETTE® Urine Collection System   Instructions for Use
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[bookmark: _GoBack]1 [image: ]         2    [image: ]            3       [image: ]                4[image: ]        5   [image: ]Send labeled tubes double-bagged to the laboratory for testing. Dispose of the urine cup.  Do NOT send cup to lab.
Provide patient with the included personal wipe to cleanse site prior to collecting urine sample.  Collect urine sample in the provided cup.
Insert the urine transfer device into the urine cup via the port in the lid being careful to maintain the sterility of the straw.
Insert the tubes into the urine transfer device.  Fill the tubes in the following order:  1.) Conical tube      2.) preservative tube         3.) round bottom tube
Invert the preservative tube 6-8 times.  Label each tube in the presence of the patient.  Dispose of the urine transfer device in a rigid biohazard bin.
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